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Abstract 

Background: To compare two different techniques of proximal pin placement for the treatment of 
intertrochanteric fractures in elderly patients utilizing the Orthofix Pertrochanteric Fixator. 

Methods: Seventy elderly high-risk patients with an average age of 81 years were treated surgically for 
intertrochanteric fracture, resulting from a low energy trauma. Patients were randomly divided in two groups 
regarding to the proximal pin placement technique. In Group A the proximal pins were inserted in a convergent 
way, while in Group B were inserted in parallel. 

Results: All fractures healed uneventfully after a mean time of 98 days. The fixator was well accepted and no 
patient had significant difficulties while sitting or lying. The mean VAS score was 5.4 in group A and 5.7 in group B. 
At 12 months after surgery, in group A the average Harris Hip Score and the Palmer and Parker mobility score was 
67 and 5.8, respectively. In group B, the average Harris Hip Score and the Palmer and Parker mobility score was 62 
and 5.6, respectively. No statistically significant difference was found regarding the functional outcome. The mean 
radiographic exposure during pin insertion in Group A and Group B was 15 and 6 seconds, respectively. The 
difference between the two groups, regarding the radiographic exposure, was found to be significant. 

Conclusion: Proximal screw placement in a parallel way is simple, with significant less radiation exposure and 
shorter intraoperative duration. In addition, fixation stability is equal compared to convergent pin placement. 

Keywords: Intertrochanteric fractures, Pertrochanteric fixator, Harris Hip Score, Parker mobility score 



Background 

Hip fractures are a leading cause of disability among the 
elderly. Treatment goals for this patient population 
include early mobilization with restoration of the anatomic 
alignment of the proximal part of the femur and mainte- 
nance of the fracture reduction. During the 1950s external 
fixation was introduced for the management of intertro- 
chanteric fractures. 1 Although the first reports were pro- 
mising, a high prevalence of postoperative complications 
such as pin-loosening, infection, and mechanical failure of 
the fixator resulted in discontinuation of its use [1]. The 
development of external fixators and the introduction of 



* Correspondence: vekrismd@otenet.gr 
f Contributed equally 

Department of Orthopaedic Surgery, University of loannina School of 
Medicine, loannina, Greece 

(3 BioMed Central 



new materials such as the hydroxyapatite-coated pins 
prompted surgeons to reconsider external fixator as an 
alternative method for the treatment of intertrochanteric 
fractures in elderly high-risk patients [2-4]. 

This prospective randomized study aimed to present 
our experience in treating intertrochanteric fractures in 
elderly patients using the pertrochanteric external fixa- 
tor and compare two different techniques of proximal 
pin placement in terms of functional outcome, proce- 
dure simplicity and radiation exposure. 

Methods 

The study design was approved by the ethics committee. 
Seventy patients, 25 men and 45 women, with an aver- 
age age of 81 years (range; 69-96 years) were treated 
surgically for intertrochanteric fracture, resulting from a 
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low energy trauma. The Orthofix Pertrochanteric Fixa- 
tor (Pertrochanteric Fixator, Orthofix, Verona, Italy) was 
utilized in all cases (Figure 1). This device offers addi- 
tional theoretical advantages, such as simplicity and 
versatility in pin placement, improved stability due to 
the rigid frame, and minimal stiffness of the ipsilateral 
knee joint due to the small size of the device. 

All of our patients were elderly high-risk patients with 
several comorbidities such as heart failure, coronal artery 
disease, hypertension, renal failure, malignancy, high 
level of thyroid hormones, anemia, or pulmonary disease 
(Table 1). Osteoporosis was also present in all patients. 
Exclusion criteria included dementia, reverse obliquity 
fractures, previous hip fracture, and pathological frac- 
tures. Patients with diabetes mellitus were not treated 
with external fixation due to the increased risk of pin- 
track infection. This patient population was randomly 
placed in two groups regarding to the proximal pin place- 
ment technique. In the first group (Group A; n = 35) the 
proximal pins were inserted in a convergent way, as pro- 
posed by the manufacturer, while in the second group 
(Group B; n = 35) the proximal pins were inserted in par- 
allel, which is our modification of the technique. 

According to the American Society of Anesthesiologists, 
47 patients were scored as ASA 3 and 23 patients as ASA 
4. In group A, 12 patients had an AO type Al fracture and 
23 patients had an AO type A2 fracture. In group B, 13 
patients had an AO type Al fracture and 22 patients had 
an AO type A2 fracture. Before surgery no significant dif- 
ference was noted between the two Groups regarding the 
fracture type. All patients were operated within the first 
three days after admission (mean; 2 days). 

Surgical Technique 

Fifty-three patients had spinal anesthesia whereas 17 
patients had general anesthesia. With the patient in a 
supine position on a fracture table, holding the leg under 
controlled traction the fracture was reduced in both planes 
under image intensification. Fracture reduction was 
assessed by evaluating major fragment translation and the 
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Figure 1 Proximal screws placement. The Orthofix Pertrochanteric 
: ixator (Pertrochanteric Fixator, Orthofix, Verona, Italy) with the 
Droximal screws placed in convergent (A) or parallel (B) way. 



Table 1 Concomitant diseases in patients with 



intertrochanteric fractures of the hip treated with 
external fixation 


Concomitant diseases 


n 


Heart failure 


39 


Coronal disease 


32 


Hypertension 


48 


Renal disease 


16 


Thyreoeidopathy 


5 


Anemia 


15 


Pulmonary disease 


22 


Malignancy 


1 



femoral neck-shaft angle. Less than 5 mm of translation or 
gap and a neck-shaft angle with minor valgus (< 15 
degrees) compared with the other leg were considered as a 
sufficient reduction on the anteroposterior view. In the lat- 
eral view less than 20 degrees of angulation was consid- 
ered acceptable [5] . 

Under fluoroscopic control two proximal and two dis- 
tal 6.5-mm self-drilling and self-tapping screws were 
percutaneously inserted along the femoral neck and into 
the proximal femoral shaft, respectively. 

In Group A, the most proximal screw was inserted first 
along the femoral neck within 5 mm from the superior 
cortex. The second proximal screw was inserted in a 
slight convergent way according to the Orthofix operative 
technique passing near the medial cortex (Figure 2) [6]. 

In Group B, a 2-mm Kirschner-wire was inserted along 
the femoral neck as proximal as possible to the medial 
cortex and at the center of the femoral neck in the lateral 
view. The appropriate position of the K-wire was con- 
firmed by fluoroscopy at this point. Attention was paid to 




Figure 2 Clinical case with proximal screws placed in a 
convergent way. A. Anteroposterior view of an AO Type II 
intertrochanteric fracture in an 82-year old man. B. Anteroposterior 
view following fixation of the fracture with the fixator applied in a 
satisfactory position and the proximal screws placed in a 
convergent way. 
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ensure that the tip of the screw was at least 5 mm far from 
the articular surface to prevent penetration. Using a spe- 
cial screw guide the first screw was inserted parallel to the 
K-wire, taking care to place it as near as possible to the 
medial cortex and at the center of the femoral neck by 
rotating the screw guide around the K-wire axis. The sec- 
ond screw was inserted parallel to the first one, following 
the screw seat of the external fixator proximal clamp and 
in the same depth as the first screw, requiring no extra 
radiation exposure (Figure 3). Moreover, it was possible to 
place the second screw slightly anteriorly or posteriorly in 
the femoral neck, by minimally rotating the device, if there 
was anterior or posterior cortex comminution. This modi- 
fication leads to accurate proximal pin placement with 
minimal radiation exposure. 

The two distal screws were inserted perpendicular to 
the long axis of the proximal femoral shaft and were 
implanted to a depth of two screw threads beyond the 
opposite bone cortex. In cases of subtrochanteric exten- 
sion of the fracture, the posterior clamp of the device 
was rotated through 180 degrees allowing more distal 
screw placement. 

In 12 patients with comminuted medial cortex frac- 
tures, 5 from group A and 7 from group B, demineralized 
bone matrix allograft was injected through a small inci- 
sion over the greater trochanter. 

The time of radiation exposure was measured in both 
groups. 

Postoperative Management 

Evaluation during treatment included plain radiographs 
and pain assessment using the visual analog scale (VAS). 
Clinical evaluation of patients was assessed with the Har- 
ris Hip Score [7] and the Palmer and Parker mobility 
score [8] at six months after surgery. Preoperative 




Figure 3 Clinical case with proximal screws placed in a parallel 

way. A. Anteroposterior view of an AO Type I intertrochanteric 
fracture in an 75-year old man. B. Anteroposterior view following 
fixation of the fracture with the proximal screws placed in a parallel 
way. 
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walking ability and residential accommodation were also 
recorded (Table 2). 

On the first postoperative day, patients were mobi- 
lized, sitting on bed or on a chair, while on the second 
postoperative day partial weight-bearing with a walker 
or crutches was encouraged. The patients were advised 
to do partial weight-bearing depending on tolerance to 
pain. Weight-bearing was gradually increased and full 
weight-bearing was allowed when clinical and radiologi- 
cal signs of fracture union were present. 

Pin entry sites were cleaned with saline solution every 
two days. Low molecular weight heparin was also admi- 
nistered for deep vein thrombosis prevention. 

Statistical Analysis 

Statistical analyses were carried out using SPSS (SPSS 
statistic package, version 16.0; SPSS Inc., Chicago, IL) 
statistical software. Mann-Whitney U test was used to 
determine whether there were any significant differences. 
The level of significance was set at p < 0.05. 

Results 

The average intraoperative time was 25 minutes for group 
A and 20 minutes for group B (p > 0.05), while the average 
preparation time was 15 minutes in both groups. The 
mean radiation exposure during pin insertion in Group A 
and Group B was 15 and 6 seconds, respectively. This dif- 
ference was found to be statistically significant (p < 0.05). 
Intraoperative blood loss was minimal and postoperative 
haemoglobin levels were similar to the preoperative levels. 
Four patients with preoperative low hemoglobin levels 
required blood transfusion within the first 2 postoperative 
days to facilitate mobilization. 

Follow-up visits were scheduled at 45, 90, and 180 days 
after surgery and new x-rays were performed at that time. 
During a minimum of 12-month follow-up period 6 
patients, 2 from group A and 4 from group B, died from 
causes unrelated to the fracture. In the remaining 64 
patients no clinically significant limitation of hip or knee 
range of motion was observed in patients of either group 
(Figure 4). External fixator was removed in the outpatient 
department with local anesthesia after radiological confir- 
mation of fracture consolidation, in a mean time of 98 
days (range; 90-120 days) after surgery. Radiographic 
union was defined by the presence of trabeculae bridging 
the fracture site or obvious periosteal callus within the 
fracture line [9]. The more prolonged healing time was 
noticed in fractures with subtrochanteric extension and 
medial cortex comminution. All fractures healed unevent- 
fully (100% consolidation rate) in both groups. There was 
no sign of osteolysis around the screws, neither cut-out of 
the pins. A re-fracture occurred after external fixator 
removal in one patient from group A. In this patient, the 
fracture had not healed at the time of fixator removal. Due 
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Table 2 Pre- and postoperative walking ability 





Independent 


Walking stick 


Two sticks 


Walking frame 


Inability 


Pre-fracture 


32 


27 


5 


5 


1 


Post-fracture 


19 


26 


9 


8 


4 



to the patient's impaired health, re-fracture was treated 
non-surgically (Figure 5). 

Reduction was considered anatomical when the neck- 
shaft angle was restored and there was no obvious gap in 
the fracture line. Forty-eight fractures (68.57%) were ana- 
tomically reduced whereas 22 fractures (31.43%) were 
reduced with valgus angulation of less than 15 degrees or 
with a small gap or translation of less than 5 mm. 
Furthermore, the femoral neck-shaft angle and the dis- 
tance between the femoral head and the tip of the screws 
on the radiographs obtained prior to device removal were 
compared with those measured on the immediate post- 
operative radiographs. In 1 patient of group A and in 2 
patients of group B the reduction was lost and the neck- 
shaft angle was 11 degrees varus on average (range; 10-13 
degrees) compared with the immediate postoperative 
radiographs (p > 0.05). In 4 patients (6.2%), 2 in group A 
and 2 in group B, migration of less than 5 mm of proxi- 
mal screws into the femoral head was noticed, but with- 
out penetration into the hip joint. 

Rehabilitation was directly related to preoperative walk- 
ing ability and degree of postoperative pain (Table 2). The 
fixator was well accepted and no patient had significant 
difficulties while sitting or lying. The mean VAS score was 
5.4 (range; 3-9) in group A and 5.7 in group B (range; 3-9) 
(p > 0.05). At 6 months after surgery, in group A the aver- 
age Harris Hip Score and the Palmer and Parker mobility 
score was 67 (range; 46-90) and 5.8, respectively (Table 3). 




Figure 4 Postoperative range of motion. No clinically significant 
limitation of hip or knee range of motion was observed in patients 
of either group. 

v / 



In group B the average Harris Hip Score and the Palmer 
and Parker mobility score was 62 (range; 43-91) and 5.6, 
respectively. The difference between Groups A and B was 
statistically insignificant for both Harris Hip Score and 
Palmer and Parker mobility score. 

In all patients, duration of hospitalization ranged 
between 4 and 10 days with a mean of 7.3 days. After dis- 
charge, 23 patients were moved to a geriatric institution 
requiring further nursing. Only 7 patients were accommo- 
dated in geriatric homes before fracture (Table 4). 

Pin track infection was developed in 6 patients (9.3%) 
postoperatively, 2 in group A and 4 in group B. Pin track 
infection was superficial, located in all patients at the site 
of insertion of the proximal pins and was treated with 
broad spectrum oral antibiotics for one week and atten- 
tive care of the pin entry points. Six patients, 3 from each 




Figure 5 Complications. Re-fracture occurred after external fixator 

removal in one patient 15 weeks after surgery, 
k J 
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Table 3 Patients' classification according to Palmer and Parker mobility score 





No problem 


With aids 


With help from another person 


Unable to perform 


Able to get about the house 


3 


2 


1 


0 


Able to get out of the house 


3 


2 


1 


0 


Able to go shopping 


3 


2 


1 


0 



group, had bedsore due to prolonged lying. Postoperative 
complications included pneumonia in 1 patient (1.4%), 
urinary tract infection in 3 patients (4.2%), and pulmon- 
ary embolism in 2 patients (2.8%). 

Discussion 

Intertrochanteric hip fractures account for approxi- 
mately half of all hip fractures in the elderly population. 
Among these fractures, 50 to 60% are classified as 
unstable [5,10]. Unstable intertrochanteric fractures 
occur more often with increased age and low bone 
mineral density and are associated with a high rate of 
complications [5,11]. 

Several methods of fixation have been proposed for 
the management of intertrochanteric fractures, such as 
compression hip screw and side plate, dynamic com- 
pression sliding plate, fixed angle blade plate, intrame- 
dullary sliding hip screw, and lately external fixator [12]. 

Scottl first described a method of treating intertrochan- 
teric fractures by skeletal pinning and external fixation. 
Since then several authors have proposed multiple type of 
external fixators, but results were not so encouraging 
[1,13,14]. On the contrary, recent evidence supports that 
pertrochanteric fractures treated with newly developed 
external fixators have better results than those reported in 
previous studies of external fixation [3,15-17]. According 
to the same authors, external fixation can provide results 
that are similar to, or even better than, the results obtained 
with conventional internal fixation techniques. All these 
studies reported the advantages of external fixation includ- 
ing quick and simple application, minimal blood loss, less 
radiation exposure, pain reduction, satisfactory stability, 
and early weight-bearing. Pertrochanteric external fixator 
has been mainly used in elderly high-risk patients 
[13,14,18], as well as in multiple injured patients with 
complex fractures of the subtrochanteric region [19,20]. 

The authors had the experience with the application of 
pertrochanteric external fixator. This study was designed 
in order to establish an easier method of application by 



Table 4 Patients required further nursing in a geriatric 
institution 





Own home 


Geriatric home 


Pre-fracture 


63 


7 


Discharge 


47 


23 


At final follow-up 


48 


16 



minimizing the radiation exposure and the overall surgi- 
cal time. The average intraoperative time was higher in 
group A, although no statistically different from the 
intraoperative time in group B. On the other hand, statis- 
tically significant difference was found in radiation expo- 
sure between the 2 Groups, with Group B requiring less 
C-arm usage than Group A for pin insertion. 

The present study also confirms the advantages of 
external fixation for treating intertrochanteric fractures 
in elderly, high-risk patients. In accordance with pre- 
vious studies, the mean intraoperative time for applica- 
tion of the fixator was short (21.8 minutes) compared 
with the one reported in other surgical methods, such 
as sliding hip screw, dynamic hip screw, intramedullary 
sliding hip screw, and Enders nails [21-24]. There was 
no need of blood transfusion since blood loss during 
surgery was insignificant in opposition to other surgical 
methods [21,25-27]. These parameters were crucial 
given that our group consisted of high-risk patients with 
several co-morbidities. An additional advantage of exter- 
nal fixation was the possibility of application under local 
anesthesia for patients who have poor general health in 
whom other options were not applicable [13,20]. 

Varisation and limp shortening due to varous collapse 
are mechanical complications commonly reported after 
either internal or external fixation of unstable or severely 
osteoporotic intertrohanteric fractures. Although most of 
the patients in our series had poor bone quality, low inci- 
dence of mechanical complications was recorded and was 
similar in both groups. Varisation of a mean of 11 
degrees was noted in 3 cases (4.7%). Migration of the 
proximal screws into the femoral head was recorded in 4 
patients (6.2%). In all cases, the migration was less than 5 
mm compared with the initial radiographs, without pene- 
tration into the joint or cut out. Vossinakis et al. [17] 
reported statistically significant lower incidence of proxi- 
mal screw migration with the external fixator when com- 
pared with the sliding hip screw. In cases of proximal 
screw protrusion into the joint space or cut-out, treat- 
ment includes retraction of the offending screw without 
anesthesia. In our series we did not had any proximal 
screw migration of more than 5 mm and, more impor- 
tant, no cut out of the superior cortex. 

All fractures healed uneventfully in both groups and 
none of our patients required further operation. 
Immediate postoperative full loading or lack of control 
of loading, often seen in elderly people, is usually the 
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cause of reduction loss immediate postoperatively. Com- 
minuted and severely osteoporotic fractures are also 
prone to lose of initial reduction. Moroni et al. [3], in a 
similar study by using hydroxyapatite-coated screws, 
reported bone ingrowth into the coating and lower rate 
of varus collapse. Therefore, someone may suggest that 
the use of hydroxyapatite-coated screws could increase 
the stability of fixation. Furthermore, in stable intertro- 
chanteric fractures the external fixator may act as a ten- 
sion band [20]. Lateral placement increase the lever arm 
of the power and augments the physiological stress- 
reducing effect of the iliotibial tract [20]. In unstable 
fractures, due to its elasticity, external fixator enhances 
rapid and exuberant callus formation. Load sharing 
between the fractured bone and the external fixation is 
usually achieved and damaging stresses on the fixator 
are reduced [20]. Large contact surface between the pins 
and the bone and a degree of controlled sliding that 
allows slight impaction at the fracture site contribute to 
mechanical stability as well [28]. 

Both methods of proximal screw placement showed 
comparable results. Parallel positioning of the proximal 
screws however, seems to be simpler method with less 
radiation exposure of the surgeon. This is due to the sim- 
plicity of the second screw placement parallel to the first 
one using the screw guide that minimizes the use of the 
C-arm. 

In a previous study, Vossinakis et al. [16] proposed 
parallel insertion of proximal screws, whereas in a most 
recent study the same authors described convergent 
positioning of the proximal screws [17]. In both studies 
adequate results were reported. In our series, positioning 
of the screws in either parallel or convergent way did 
not affect the final outcome. 

Conclusion 

Our study shows that external fixation is an effective 
treatment for intertrochanteric fractures in elderly high- 
risk patients. Operative time is short, blood loss is negli- 
gible, and stable fixation permits early mobilization. 
Proximal screw placement in either parallel or conver- 
gent way shows similar results and does not affect the 
final outcome. However, screw placement in a parallel 
way is a simpler method with less radiation exposure 
providing adequate fixation stability and therefore is 
recommended by the authors. 
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